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Optical coherence tomography (OCT) is an optical acquisition method to examine biological tissues. In recent years, OCT has
become an important imaging technology used in diagnosing and following macular pathologies. Further development enabled
application of optical coherence tomography in evaluation of the integrity of the nerve ﬁber layer, optic nerve cupping, anterior
chamber angle, or corneal topography. In this manuscript we overview the use of OCT in the clinical practice to enable corneal,
iris, ciliary body, and angle evaluation and diagnostics.
1.Introduction
Optical coherence tomography (OCT) systems use low-
coherence, near-infrared light to provide detailed images
of anterior segment structures at resolutions exceeding
othersystemslikeultrasoundbiomicroscopyorconventional
ultrasound [1, 2]. The ﬁrst use of OCT for anterior segment
imaging has been reported by Izatt and coworkers, who
developedaslit-lamp-mounted,830nmtime-domaindevice
[3]. The initial equipment allowed direct in vivo measure-
ments of corneal thickness and surface proﬁle, anterior
chamber depth and angle, and iris thickness and surface
proﬁle. Since then, signiﬁcant technology progress has been
made which ultimately enabled establishment of the current
time-domain Visante OCT as well as the spectral-domain
OCT device. The Cirrus spectral-domain equipment (Carl
Zeiss Meditec, Dublin, CA, USA) is an around 5 micra high-
deﬁnition (HD) 840nm spectral-domain OCT instrument
primarily designed for retinal imaging.
The purpose of this paper is to present the various
applications of the HD-OCT Cirrus device in the clinical
practice to enable corneal, iris, ciliary body, and angle
evaluation, for instance, examination of even ﬁne structures
like Descemet’s membrane, the trabecular meshwork, and
Schwalbe’s line.
2. Acquiring AnteriorSegment
Scanswiththe Cirrus
The Anterior Segment Cube 512 × 128 mode generates
a volume of data through a 4-millimeter square grid by
acquiringaseriesof128horizontalscanlines eachcomposed
of 512 A-scans. The mode acquires a pair of high-deﬁnition
scans through the center of the cube in the vertical and
horizontal directions that are composed of 1024 A-scans
each. The Anterior Segment Cube 512 × 128 can be used
for measuring the central corneal thickness and create a 3-D
image of the data.
The Anterior Segment 5-Line Raster scans through 5
parallel lines of equal length that can be used to view high-
resolution images of the anterior chamber angle and cornea.
The line length is ﬁxed at 3mm, while the rotation and
spacing are adjustable. Each line is composed of 4096 A-
scans, and by default, the lines are horizontal and separated
by 250µm, so that the 5 lines together cover 1mm width.
3. Corneal Evaluation
3.1. Indications and Limitations. The HD-OCT device has
beenrecentlyusedasanoninvasivecornealimagingmodality2 Journal of Ophthalmology
that was capable of in vivo diﬀerentiation of both corneal
layers and demonstration of pathologic abnormalities in
the cornea (Figure 1). Corneal indications for the Cirrus
OCT can be divided into pachymetry analysis, keratectomy,
refractive surgery, structural, and contact lens abnormalities.
For pachymetry, the Anterior Segment Cube 512 ×128
enables identiﬁcation of the central corneal section, which
facilitates positioning for central corneal thickness measure-
ments. Images are framed in blue and pink in order to
demonstrate the vertical and horizontal line (Figure 2). No
speciﬁc pachymetry map on the Cirrus is yet provided.
Further studies should be performed to compare the validity
of the Cirrus pachymetry with other devices, for example,
Pentacam.
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identiﬁcation of the postoperative ﬂap and unexpected
changes as epithelial ingrowth. The thickness of eventual
epithelial hyperplasia can be viewed by the Cirrus OCT.
Postoperatively, OCT enables visualization of corneal ﬂaps,
as well as the integrity of the corneal layers.
For keratectomy the HD-OCT also allows various
changes such as attachment of the implanted posterior
Descemet in DMEK procedure or even wrinkle or fold
within the DSEK. The OCT images also enable better clinical
decisiontoconductmoreaccurateplanningoftreatmentsfor
corneal opacities.
Structural anatomies of the cornea like keratin precipi-
tates secondary to uveitis can be monitored with the Cirrus
OCT. Cases of intrastromal corneal foreign body can be
viewedbytheCirrus.OCTaccuratelymapscornealthickness
in clear and opaciﬁed corneas, allowing the examiner to
precisely map the depth of corneal opacities, the degree of
epithelial hyperplasia, and the thickness of the cornea, as
well as corneal edema and thickening, scleral melts, corneal
degenerations, and scars as well as corneal dystrophies [4]
(Figure 3). Cirrus OCT provides clear delineation of corneal
anatomic features and pathologic corneal deposits in most
cases. The characteristics and depth of these deposits are
illustrated and can be localized to speciﬁc layers of the
cornea.Whenavailable,therehasbeensigniﬁcantcorrelation
between OCT images and histopathologic features, provid-
ing a noninvasive conﬁrmation of the clinical diagnosis.
Contact lens distance to the corneal epithelial can be
measured with the Cirrus OCT. It enables to distinguish
cases of thinner tear ﬁlm thickness, which may be a sign of
tight contact lens adaptation. Some of the limitations of the
Cirrus in corneal analysis include not enough resolution for
endothelial cell distinction, less precise pachymetry in com-
parison to the Pentacam, and little amount of publications
on the topic in the medical literature.
3.2. Selected Clinical Cases
Case 1. An 86-year-old female underwent phacoemulsiﬁca-
tion surgery for therapy of cataracta rubra, advanced nuclear
sclerosis. The surgery lasted 28 minutes while ultrasound
time 3.02 minutes. Figure 4 shows microbullous keratopathy
after phacoemulsiﬁcation with dense corneal edema and
interruption of endothelium-Descemet’s membrane layer.
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Figure 1:High-deﬁnitionOCTofthecorneaenableslocalizationof
the interface between the corneal stroma and epithelial/Bowman’s
layer.
533 µm in comea
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Figure 2: Anterior Segment Cube 512 × 128 imaging of the cornea
enables pachymetry measurements.
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Figure 3: Cirrus OCT of a 79-year-old patient who underwent
cataract surgery. She developed postoperative corneal edema
detectedandmonitoredbytheCirrusOCT,characterizedbydiﬀuse
hyperreﬂectivity interspacing lacunae of hyporeﬂectivity on corneal
OCT scan. In addition, interruption of the endothelial layer can be
documented.
Case 2. A 77-year-old patient presents with nuclear lens
cataract. Preoperative evaluation included specular corneal
microscopy, fundus evaluation, and pachymetry. Figure 2
demonstrates the utility of the CIRRUS for measurement
of the total central corneal thickness of 533 micra. Recent
research demonstrated accordance of these outcomes with
the pachymetry data [5].Journal of Ophthalmology 3
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Figure 4: Corneal imaging with the Cirrus OCT of an 86-year-
old female patient who underwent lens phacoemulsiﬁcation for
therapy of dense nigra cataract. She developed focal microbullous
keratopathy. OCT shows both the remarkable corneal edema, as
well as interruption of endothelium layer. The patient was treated
with topical steroids and experience improvement 4 weeks later.
Table 1: Some properties and diﬀerences among Visante, Penta-
cam, and Cirrus OCT are described in detail. Courtesy of Zeiss.
(I) Visante anterior segment OCT
(a) Anterior segment
(i) 6mm depth by 16mm width 256 A-Scan per B-Scan
(ii) 3mm depth by 10mm width 512 A-Scan per B-Scan
(b) Wavelength 1310nm (infrared, nonvisible light)
(II) Cirrus HD-OCT
(a) Anterior segment
(i) Cube: 4 ×4mm, 512 A-Scan
(ii) 5-Line Raster: 3mm, 4096 A-Scans
(b) Posterior segment
(i) Cube: 6 ×6mm, 512 A-Scan
(ii) 5-Line Raster: 9mm, 4096 A-Scans
(c) Wavelength 840nm
(III) Pentacam
(a) Rotating Scheimpﬂug Imaging System
(b) Wavelength 475nm, blue LED (Info: Ziemer Galilei wave-
length 470nm)
4. AnteriorChamber Angle Evaluation
4.1.Indications,Limitations,andComparisonwiththeVisante
OCT. The Visante anterior segment OCT system (Carl Zeiss
Meditec, Dublin, CA, USA) is a time-domain 1310nm
operating device that supports several modes, including
high-resolution cornea, corneal pachymetry, and anterior
segment atresolution of 18µmaxiall yb y60µm laterally.The
VisanteanteriorsegmentOCT(AS-OCT)hasbeenproposed
as a diagnostic tool to evaluate gonioscopic angle closure
in patients; however, it may overestimate the frequency of
closed angles compared to gonioscopy [6]. This discrepancy
in ﬁndings may occur because on AS-OCT images, it is
not possible to determine the location of the trabecular
meshwork, and the presence of any contact between the iris
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Figure 5: The Cirrus HD-OCT may enable identiﬁcation of
Schwalbe’s line (yellow arrow), scleral spur (green asterisk), and
trabecular meshwork (red arrow).
Figure 6: A 45-year-old female underwent vitrectomy plus silicone
oil for retinal detachment repair. She presented with postoperative
corneal edema that impaired angle examination. Cirrus OCT
disclosed open anterior chamber angle.
and the angle wall anterior to the scleral spur is graded as
angle closure. However, if this apposition did not reach the
level of the posterior trabecular meshwork, the quadrant
would be considered open on gonioscopy. The inability to
detect the scleral spur may limit the accuracy and usefulness
of angle imaging, methods as AS-OCT. Table 1 describes
some instrument properties and diﬀerences among Visante,
Pentacam, and Cirrus OCT.
HD-OCT applies a scanning rate 50 to 60 times faster
than time-domain OCT devices and with an axial resolution
of 3 to 5µm. Cirrus HD-OCT makes images of the anterior
chamber angle with higher resolution than does AS-OCT
devices.WiththeCirrusOCT,detailsoftheanteriorchamber
angle such as the scleral spur can be viewed. The Cirrus
OCT may enable identiﬁcation of Schwalbe’s line, scleral
spur, and trabecular meshwork (Figure 5). It also assists
in the diagnosis of narrow angle or anterior iris synechia
(Figure 6). When analyzing the usefulness of HD-OCT in
angle examination, the rate of angle closure diagnosis was
lower using HD-OCT, with some eyes graded as open on4 Journal of Ophthalmology
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Figure 7:A49-year-oldfemalepresentswitha1-weekhistoryofpainandvisuallossOS.Ophthalmicexaminationwasunremarkable,except
foranglealterationsandintraocularpressureof57mmHgOS.TherewereOSareasalternatingverynarrowandcloseanteriorchamberangle;
OD the angle was narrow. (a) OCT examination conﬁrmed the anterior chamber angle morphology (b) The patient underwent topical and
systemic antihypertensive ocular therapy. Two days later, the intraocular pressure was 16mmHg OS, the angle was open, conﬁrmed by OCT
exam.
HD-OCT but closed on gonioscopy. Wong et al. assessed the
ability of HD-OCT with a 60-diopter aspheric lens mounted
over the imaging aperture to image the anterior chamber
angle [7]. Cross-sectional HD-OCT enabled visualization
of the scleral spur in 71 of 90 quadrants (78.9%) and the
termination of the Descemet membrane (Schwalbe’s line) in
84 of 90 quadrants (93.3%). The authors concluded that the
adapted HD-OCT allowed magniﬁed views of the anterior
chamber angle and provided visualization of Schwalbe’s
line and trabecular meshwork in most eyes. The newest
version of the Cirrus software 4.0 presents improvements
that appropriate anterior segment examination without the
need of any lens. One recent study claimed spectral domain
OCTs as the better means to identify Schwalbe’s line in
comparison with other devices [8]. Future studies should
promote improvements in the application of HD-OCT in
angle imaging for instance analysis with the 3-dimensional
image of the angle.
4.2. Selected Clinical Case
Case 1. A 45-year-old female underwent vitrectomy plus
silicone oil for retinal detachment repair. She presented with
postoperative corneal edema and increase in intraocular
pressure. The corneal edema impaired angle examination.
OCT disclosed open anterior chamber angle (Figure 6).
Case 2. A 49-year-old female presents with a 1-week history
of pain and visual loss OS. Her corrected visual acuity
was 20/80 OS and 20/20 OD. Ophthalmic examination was
unremarkable, except for angle alterations and intraocular
pressure of 57mmHg OS. There were OS areas alternating
very narrow and close anterior chamber angle; OD the angle
wasnarrow.OCTexaminationconﬁrmedtheanteriorcham-
ber angle morphology (Figure 7(a)). The patient underwent
topical and systemic antihypertensive ocular therapy. Two
days later, the intraocular pressure was 16mmHg OS, the
angle was open, conﬁrmed by OCT exam (Figure 7(b)).
5. FinalRemarks
Cirrus OCT provides relevant clinical data in regard to
anterior chamber and corneal diagnosis. It enables detailed
high-resolution corneal morphology analysis. It also allows
anterior-chamber angle examination. OCT is a novel device
to perform in vivo optical biopsies and a promising research
and clinical tool for the evaluation of corneal pathologic
featuresinanoninvasivemanner.Thefutureuseofthisnovel
technology should develop and increasingly is becoming
important equipment in the clinical and surgical manage-
ment of corneal, anterior chamber angle, and iridociliary
diseases.
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